








EMC Safety Information

This meter meets the electromagnetic immunity

®

requirements as per ISO 15197:2013 Annex A. It meets

the electromagnetic emissions requirements as per
EN 61326 series. Interference from the meter to other

electronically driven equipment is not anticipated. The
electromagnetic environment should be evaluated prior

to operation of the device.

Do not use the meter in a very dry environment,

especially one in which synthetic materials are present.

Do not use the meter close to sources of strong
electromagnetic radiation, as these may interfere with

the proper operation.

Tyoumini_OB_GutsENG_N4GBY03FDr22.indd 43

43

11/8/13 1:44 PM



| ®

TRUEyou mini Limited Lifetime Warranty

Nipro Diagnostics (UK) Limited provides the following Warranty to the original
purchaser of the TRUEyou mini Blood Glucose Meter:

1) Nipro Diagnostics (UK) Limited at the time of purchase. If the meter is ever
inoperative, Nipro Diagnostics (UK) Limited will replace the Meter with an
equivalent Meter, at its option, at no cost to the purchaser. Failure of the meter
due to abuse or use not in accordance with the instructions for use is not covered
by this Warranty.

2) This Warranty does not include the battery supplied with the Meter.

3) Do not take the Meter apart. This action will void the Warranty and cause the
Meter to display false results.

4) The duration of any implied Warranty, including any implied Warranty of
merchantability or fitness for a particular purpose shall be limited to the lifetime in
use with the original user in accordance with any state law to the contrary.

5) Nipro Diagnostics (UK) Limited disclaims liability for incidental or consequential
damages for breach of any expressed or implied Warranty, including any implied
Warranty of merchantability or fitness for a particular use with respect to the
Meter. Some states do not allow the exclusion or limitation of incidental or
consequential damages, so the above limitations or exclusion may not apply.

6) This Warranty gives the user specific legal rights, and the user may also have other
@ rights which vary state to state. Your Nipro Diagnostics (UK) Limited Customer
Care Representative will be able to provide detailed information regarding
procedures for returning your Meter, if necessary.
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